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Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard (Part 2) which is identical with ISO 5436-2 : 2001 'Geometrical Product Specifications 
(GPS) — Surface texture : Profile method; Measurement standards — Part 2 : Software measurement 
standards' issued by the International Organization for Standardization (ISO) was adopted by the Bureau 
of Indian Standards on the recommendations of the Engineering Metrology Sectional Committee and 
approval of the Basic and Production Engineering Division Council. 

The text of the ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. In this adopted standard certain conventions are however not identical to those used in 
Indian Standards. Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker in the International Standards, while in 
Indian Standards, the current practice is to use a point (.) as the decimal marker. 

In the adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards which are to be substituted in their place are listed below 
along with their degree of equivalence for the editions indicated: 



International Standard 



Corresponding Indian Standard 

IS 15261 : 2002 Geometrical Product 
Specifications (GPS) — Surface texture : 
Profile method — Nominal characteristics of 
contact (stylus) instruments 



Degree of 
Equivalence 

Identical 



do 



do 



ISO 3274 : 1996 Geometrical 
Product Specifications (GPS) — 
Surface texture : Profile method 
— Nominal characteristics of 
contact (stylus) instruments 

ISO 5436-1 : 2000 Geometrical 
Product Specifications (GPS) — 
Surface texture — Profile hnethod; 
Measurement standards — 
Part 1 : Material measures 

ISO 11562 : 1996 Geometrical 
Product Specifications (GPS) — 
Surface texture : Profile method — 
Metrological characteristics of 
phase correct filters 

ISO 12085 : 1996 Geometrical 
Product Specifications (GPS) — 
Surface texture : Profile method — 
Motif parameters 

The concerned Technical Committee has reviewed the provisions of lSO/TS:17450-2:-''' 'Geometrical 
Product Specifications (GPS) — General concepts — Part 2: Basic tenets, specifications, operators and 
uncertainties' to which reference is made within text and decided about its acceptability for use in 
conjunction with this standard for which no Indian Standard exist. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final 
value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in accordance 
with IS 2:1 960 'Rules for rounding off numerical values {revised}' .The number of si_gnificant places retained 
in the rounded off value should be the same as that of the specified value in this standard. 



IS 15423 (Part 1) : 2003 Geometrical 
Product Specifications (GPS) — Surface 
texture : Profile method; measurement 
standards : Part 1 Material measures 



IS 15375 : 2003 Geometrical Product 
Specifications (GPS) — Surface texture : 
Profile method — Metrological characteris- 
tics of phase correct filters 

IS 15422 : 2003 Geometrical Product 
Specifications (GPS) — Surface texture : 
Profile method — Motif parameters 



do 



' To be published. 
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Indian Standard 

GEOMETRICAL PRODUCT SPECIFICATIONS 

(GPS) — SURFACE TEXTURE : PROFILE METHOD; 

MEASUREMENT STANDARDS 

PART 2 SOFTWARE MEASUREMENT STANDARDS 



1 Scope 

This part of ISO 5436 defines Type F1 and Type F2 software measurement standards (etalons) for verifying the 
software of measuring instruments. It also defines the file format of Type F1 software measurement standards for 
the calibration of instruments for the measurement of surface texture by the profile method as defined in ISO 3274. 

NOTE 1 Throughout this part of ISO 5436, the term "softgauge" is used as a substitute for "software measurement standard 

Type F1". 

NOTE 2 Formerly, "measurement standards" were referred to as "calibration specimens". 
NOTE 3 ISO 3274 only refers to instruments with Independent reference datums. 

2 Normative references 

The following normative documents contain provisions which, through reference in this text, constitute provisions "of 
this part of ISO 5436. For dated references, subsequent amendments to, or revisions of, any of these publications 
do not apply. However, parties to agreements based on this part of ISO 5436 are encouraged to investigate the 
possibility of applying thre most recent editions of the normative documents indicated below. For undated 
references, the latest edition of the normative document referred to applies. Members of ISO and lEC maintain 
registers of currently valid International Standards. 

ISO 3274:1996, Geometrical Product Specifications (GPS) — Surface texture: Profile method — Nominal 
cliaractehstics of contact (stylus) instruments 

150 5436-1:2000, Geometrical Product Specifications (GPS) — Surface texture: Profile method; Measurement 
standards — Part 1: Material measures 

ISO 11562:1996, Geometrical Product Specifications (GPS) — Surface texture: Profile method — Metrological 
characteristics of phase correct filters 

ISO 12085:1996, Geometrical Product Specifications (GPS) — Surface texture: Profile method — Motif parameters 

iSO/TS 17450-2: — "", Geometrical Product Specifications (GPS) — General concepts — Part 2: Basic tenets, 
specifications, operators and uncertainties 

Guide to the expression of uncertainty in measurement (GUM). BIPM, lEC, IFCC, ISO, lUPAC. lUPAP, OIML, 
1st edition, 1995. 



1) To be published. 
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International vocabulary of fundamental and general terms in metrology (VIM). BIPM, lEC, IFCC, ISO, lUPAC, 
lUPAP, OIML, 2nd edition. 1993. 

3 Terms and definitions 

For the purposes of this part of ISO 5436, the terms and definitions given in ISO 3274, ISO 5436-1, ISO 11562, 
ISO 12085, VIM, and the following apply. 

3.1 

software measurement standard 

reference data or reference software intended to reproduce the value of a measurand with known uncertainty in 
order to verify the software used to calculate the measurand in a measuring instrument 

3.2 

ASCII string 

array of ASCII characters terminating in <ASCII 0> 

3.3 
integer 

2-byte representation of whole number 

NOTE 1 Integers have a minimum value of - 32 768 and a maximum value of + 32 767. 

NOTE 2 The less significant bytes are stored in memory addresses lower than those in which are stored the more significant 
bytes. 

3.4 

unsigned integer 

2-byte representation of a positive whole number 

NOTE 1 Unsigned integers have a minimum value of and a maximum value of 65 535. 

NOTE 2 The less significant bytes are stored in memory addresses lower than those in which are stored the more significant 
bytes. 

3.5 

long integer 

4-byte representation of a whole number 

NOTE 1 Long integers have a minimum value of - 2 147 483 648 and a maximum value of + 2 147 483 647. 

NOTE 2 The less significant bytes are stored in memory addresses lower than those in which are stored the more significant 
bytes. 

3.6 

single precision float 

4-byte representation consisting of a sign bit, an 8-bit excess - 127 binary exponent and a 23-bit mantissa 
representing numbers between 1,0 and 2,0 

NOTE 1 Since the high-order bit of the mantissa is always 1 , it is not stored in the number. 
NOTE 2 Single precision float have an approximate range of ± 1 ,17"^^ to ± 3,46"^^^. 

NOTE 3 The less significant bytes are stored in memory addresses lower than those in which are stored the more significant 
bytes. 
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3.7 

double precision float 

8-byte representation consisting of a sign bit, an 11-bit excess - 1023 binary exponent, and a 52-bit mantissa, plus 
the implied higti-order 1 bit 

NOTE 1 Double precision float have an approximate range of ± 2,22e"2°8 to ± 2,22e+308 

NOTE 2 The less significant bytes are stored in memory addresses lower than those in which are stored the more significant 

bytes. 

4 Type F software measurement standards 

4.1 General 

These measurement standards are designed to verify the measuring instrument's software (i.e. filter algorithms, 
parameter calculations etc.) 

The measurement standards can contain a form component which it shall be possible to remove. 

4.2 Type F1 — Reference data 

These measurement standards are computer data files that depict a digital representation of a total surface or 
profile in a suitable recording medium. 

Type F1 measurement standards are used to test software by inputting them as data into the software under 
test/calibration and comparing the results from the software under test with the certified results from the calibration 
certificate of the softgauge. 

NOTE The certified results for mathematically designed synthetic data can often be calculated directly without the need for 

certification by Type F2 measurement standards. 

4.3 Type F2 — Reference software 

These measurement standards are reference software. Reference software consists of traceable computer 
software against which software in a measuring instrument can be compared. 

Type F2 measurement standards are used to test software by inputting a common data set into both the software 
under test/calibration and the reference software and comparing the results from the software under test with the 
certified results from the reference software. 

NOTE Type F2 measurement standards can also be used to certify type F1 measurement standards. 

Reference software values shall be traceable. 

5 File format for type F1 reference data 

5.1 General 

The file extension of this file protocol is . smd. The file protocol for the softgauge is divided into four separate 
sections or records. Each record is composed of lines of information and within each line there are various "fields" 
in which the information is coded. The file format is in 7-bit ASCII character code. Each line is terminated by a 
carriage return, (<cr>), and line feed, (<lf>)- 
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Each record is terminated by an end of record, {<ascii 3>), with a carriage return, (<cr>), and line feed, (<lf>), 
and the last record is also further terminated by an end of file, (<ASCii 2 6>). For each field the separator is at 
least one space. 

5.2 Record 1 — Header 

The first record contains a fixed header that includes the following information: 

— revision of the softgauge file format; 

— file identifier; 

— GPS feature type, number and name of the stored feature — axis information; 

— number of data points in the profile; 

— scaling of the data points; 

— resolution of the data points. 

The first line of record 1 contains two fields. These are 

— The_revision_number, and 

— File_identif ier . 

Table 1 gives valid options for these fields. 

Table 1 — Fields for line 1 of record 1 



Field name 


Valid Options/Examples 


Comment 


The__revision_numt>er 


'ISO 5436 - 2000' 


ASCII string 


File_identif ier 


"XXXXXX' 


ASCII string 



The second line of record 1 contains three fields. These are 

— Feature_type, and 

— Feature_number, anrd 

— Feature_name. ■ 

Table 2 gives valid options for these fields. 



Table 2 — Fields for line 2 of record 1 



Field name 


Valid Options/Examples 


Comment{s) 


Feature_Type 


'PRF' 
'SUR' 


Profile data {ie. (X,Z), (R,A) etc.} 
Surface data {ie. (X,Y,Z), (R.A.Z) etc.} 


Feature_Number 





Unsigned integer 


Feature_Name 


'ISOOOO' 


ASCII string 
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Each of the remaining lines of record 1 contains at least six fields. These are 

— Axis_name, and 

— Axis_type, and 

— -Number_of_points, and 

— Units, and 

— Scale_factor, and 

— Axis_data_type. 

A seventh field, containing the incremental value is added if the axis type is incremental. 

See Figure 1 for an example. 

Each axis in the softgauge has a line allocated to it. Thus, for a profile there will be two remaining lines — one for 
the X-axis and one for the Z-axis. 

Table 3 gives valid options for these fields. 



Table 3 — Fields for the remaining lines of record 1 



Field name 


Valid Options/Examples 


Comments 


Axis_Name 


'CY' 

^PR' 
'PA' 


Cartesian X axis 
Cartesian Y axis 
Cartesian Z axis 
Polar Radius 
Polar Angle 


Axis_Type 


'A' 
■I' 
'R' 


Absolute data ^ 
Incremental data '> 
Relative data <^ 


Number_of_Points 


4003 


Number of data points 
(Unsigned long integer) 


Units 


'm' 
'iwm' 
'um' 
'nm' 
'rad' 
'deg' 


metres 

millimetres 

micrometres 

nanometres 

radians 

degrees 


Scale_factor 


l.OeO 


Scale to indicated units 
(double precision float) 


Ax i s_Da t a_Type 


'I' 
-L' 
>F' 
'D' 


Integer 
Long integer 
Single precision float 
Double precision float 


Incremental_Value'' 


le-3 


Value of increment 
(double precision float) 


^ Absolute data: each data value is the distance alor^g the axis to the axis origin. 

"^ Incremental Data; assumes that the data is equally spaced in this axis so only an increment Is required. 

•= Relative data; each data value is the distance along the axis to the previous data point. The first value Is the distance to the axis origin. 

'^ Axis type 1 only. 
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ISO 5435 - 2000<0>WIDGET&CO<0><cr><lf> 

PRF<0> ISO0001<0><cr><lf> 

CX<0> I<0> 9600 min<0> l.OeO D<0> 2.5e-4 <cr><lf> 

CZ<0> A<0> 9600 um<0> l.OeO D<0><cr><lf> 

<3><cr><lf> 



Figure 1 — Example of record 1 
5.3 Record 2 — Other Information (optional and non-mandatory) 

The second record may contain other information. This information shall start with a l<eyword. The following list of 
examples is non-exhaustive and new l<eywords may be specified and used (see Table 4), If record 2 is not used an 
end of record, (<ASCii 3>), shall follow immediately after the end of record from record 1. See Figure 2 for an 
example. 

Information contained in record 2 is optional and non-mandatory. While it may be read and used by computers, it 
shall be possible to use the data without information from record 2. 



Table 4 — Examples of keywords for record 2 


Keyword 


Type 


Comments 


DATE 


ASCII string 


D^ate of measurement 


TIME 


ASCII string 


Time of measurement 


CREATED_BY 


ASCII string 


Name of person making measurement 


INSTRUMENT_ID 


ASCII string 


Identification of measuring instrument 
(manufacturer and model) 


I NSTRUMENT_S ER I AL 


ASCII string 


Serial number of measuring Instrument 


LAST_ADJUSTMENT 


ASCII string 


Date and time of latest adjustment 


PROBING_SYSTEM 


See Table 5. 


Details of probing system used for 
measurement 


COMMENT 


ASCII string delimited by 

T and "V" 

(eg. /*some text*/) 


General comments (can span several 
lines and shall not be nested) 


OFFSET_nOT, 


Double precision float 


Offset of start of measurement, in mm, 
from the origin 


SPEED 


Double precision float 


Traverse speed, In mm/s 


PROFILE_FILTER 


See Table 6. 


— 


PARAMETER_VALUE 


See Table 7. 


— 
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Table 5 — Fields for probing_system option of record 2 



Field name 


Valid Examples 


Comments 


Keyword 


PROBING_SYSTEM 




Probing_system_identification 


String_ASCII 


Identification of probing system 
type 


Probing system type 


Contacting 
Non_contacting 


Probing system which needs 
material contact 

Probing system which needing no 
material contact 


Tip_radius_value ^ 


Double_precision_f loat 


Radius value 


Units 


"mm' 
"urn' 
"nm' 


metres 
millimetres 
micrometres 
nanometres 


Tip_angle ^ 


Double_precision_f loat 


Cone angle of spherical portion of 
stylus in degrees 


^ Only valid with contacting probing systems. 



Table 6 — Fields for filter option of record 2 



Field name 


Valid Examples 


Comments 


Keyword 


FILTER 




Filter_type 


'Gaussian' 
'Motif 


Gaussian filter according to ISO 1 1562. 
Motif filter according to ISO 1 2085. 


Ls_cutof f_value 


Ls0.25e+1 


"Ls" and double precision float. 
Value of >.s cut-off in |jm. 


Lc_cutof f_value 


Lc0.8e+0 


"Lc" and double precision float. 
Value of A.C cut-off in mm. 


Lf_cutof f_value 


Lf8.0e+0 


"Lf and double precision float. 
Value of >.f cut-off in mm. 


Motif A 


MAO. 5 


"MA" and single precision float. 
Value of A according to ISC 12085. 


Motif B 


MB2.5 


"MB" and single precision float. 
Value of B according to ISO 12085. 
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Table 7 — Fields for PAPAMETER_VALtJE option of record 2 



Field name 


Valid options 


Comments 


Keyword 


PARAMETER_VALUE 




P a r ame t e r_n ame 


String ASCII 


Example "Wf 


Parameter_value 


Double_precision_float 


Value of the Parameter 


Units 


'mm' 
'um' 
'nm' 


metres 
millimetres 
micrometres 
nanometres 


Uncertainty 


Double_precision_float 


Uncertainty calculated according to GUM, 



DATE 15 August 2000<0><cr><.lf> 

TIME 11:57 AM <0><cr><lf> 

CREATED_BY A.Metrologist<0><cr><lf > 

INSTRUMENT_ID Acme Type A<0><cr><lf> 

INSTRUMENT„SERIAL AAAOOOl <0><cr><lf> 

LAST_ ADJUSTMENT 9 April 1998 <0><cr><lf> 

PROBING_SYSTEM typel<0>l . inm<0> 90.0<cr><lf> 

COMMENT /* This is the prototype of Acme type 1 instrument<0><cr><lf> 

Still has problems with stylus damage to surface */<0><cr><lf> 
OFFSET<0>1.34 <cr><lf> 
SPEED<0>0.5 <cr><lf> 

PROFILE_FILTER Gaussian Ls0,25e+1 LcO . 8e+3<cr><lf> 
<3><cr><lf > 



Figure 2 — Example of record 2 



5.4 Record 3 data 



The third record contains the data. Each axis defined In record 1 that is not an incremental axis will require data. 
The data in record 3 Is written in blocks in the order in which the axes are defined in record 1 . Each line of record 3 
relates to a single data value. It contains one field: 

— Data_value. 

Multiplication of the data value by the scale factor contained in record 1 gives the value in the units specified in 
record 1 . 

NOTE The data in record 3 are raw data and have not been adjusted after a calibration. 

Table 8 gives valid options for this field. 

See Figure 3 for an example of record 3. 



IS 15423 (Part 2) : 2003 
ISO 5436-2 : 2001 



Table 8 — Field for record 3 



Field name 


Type 


Comments 


Data_value 


Integer 

Long integer 

Single precision float 

Double precision float 


Tlie data value is in the fomiat defined in record 1 : 

'Axis data type' 



128<cr><lf> 
133<cr><lf> 
156<cr><lf> 



2345<cr><lf> 
2643<cr><lf> 
<3><cr><lf> 



Figure 3 — Example of record 3 



5.5 Record 4 checksum 



This record contains a checksum for the data contained in records 1 , 2 and 3. Checl<sums are used to maintain 
data integrity. 

The checlcsum is obtained by summing all the individual bytes (including <cr>, <lf> end of records etc.) values 
over records 1, 2 and 3 to an unsigned long integer, modulo 65535. 

See Figure 4 for an example of record 4. 

23243<cr><lf> 

<3><cr><lf> 

<26> 



Figure 4 — Example of record 4 



6 Software measurement standard certificate 

After each software measurement standard has been individually calibrated, it shall be accompanied by at least the 
following information: 

a) title, for example, "Calibration certificate" (for both F1 and F2 types); 

b) name and address of the software measurement standard supplier (for both F1 and F2 types); 

c) unique identification of the certificate, such as serial number, and of each page and the total number of pages 
(for both F1 and F2 types); 

d) the actual specification operator (^ee ISO/TS 17450-2) for each relevant metrological characteristic (for both 
F1 and F2 types); 
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e) the calibrated value with its estimated uncertainty, U (see GUM) for each relevant metrological characteristic 
(for both F1 and F2 types) 2); 

f) details of calibration, including 

— whether the certified results for mathematically designed synthetic data have been calculated directly without 
the need for certification by Type F2 measurement standards, and, 

— where a type F2 measurement standard has been used, information on which particular Type F2 
measurement standard has been used together with its uncertainty values, 

for both F1 and F2 types; 

g) any other reference conditions to which each calibration applies, for example, the basis of digital evaluation 
(lateral and vertical quantization) for both F1 and F2 types; 

h) a statement that the values declared refer to direct measurement or are derived synthetically; where direct 
measurement is used, relevant detail of the probe shall be provided (for F1 types); 

i) identification of the hardware/operating systems to which the reference software has been calibrated (for F2 
types). 

As far as possible, this required information shall be marked on the media containing each measurement standard; 
but if there is insufficient space, the values may be stated separately and uniquely identified with the measurement 
standard, for example, by means of a serial number. 

NOTE A nominal value is used as an aid to identification. The difference between the nominal value and the calibrated 

value does not constitute an error. 



2) For reference software it may not be possible to give a closed form equation for the uncertainty of some values of 
metrological characteristics. In these cases all relevant information should be given to allow the user to calculate the uncertainty 
for themselves. 



10 
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Annex A 

(informative) 

Example of file format 



Figure A.1 shows a softgauge file format example. 
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ISO 5436 - 2000<0>WIDGET&CO<0><cr><lf> 
PRF<0> 2 ISO5436<0><cr><lf> 

CX<0> I<0> 250 um<0> 1 . OeO D<0> 1 . 0e-3<cr><lf > 
CZ<0> A<0> 250 iam<0> l.OeO D<0><cr><lf> 
<3><cr><lf> 

DATE 10 May 1999<0><cr><lf> 
TIME 14:05<0><cr><lf> 
CREATED_BY ISO TC213 WG5<0><cr><lf> 

COMMENT/* Artificial Data for illustrative purposes only */<0><cr><lf> 
OXcrXlf > 

0.000000 <cr><lf> 10.000000 <cr><lf> -5.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 9.800000 <cr><lf> -4.200000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 9.700000 <cr><lf> -3.400000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 9.400000 <cr><lf> -2-. 600000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 9.100000 <cr><lf> -1.700000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><:lf> 8.700000 <cr><lf> -0.900000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 8.200000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 7.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 7.100000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 6.400000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 5.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 5.000000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 4.200000 <cr><If> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 3.400000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 2.600000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 1.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.900000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 0.000000 <-cr><lf> 

0.000000 <cr><lf> -0.900000 <cr><If> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> -1.700000 <cr><lf> 0.000000 <cr><lf> 2.000000 <cr><lf> 

0.000000 <cr><lf> -2.50D000 <cr><lf> 0.000000 <cr><lf> 4.000000 <cr><lf> 

0.000000 <cr><lf> -3.400000 <cr><lf> 0.000000 <cr><lf> 6.000000 <cr><lf> 

0.000000 <cr><If> -4.200000 <cr><lf> 0.000000 <cr><lf> 8.000000 <cr><lf> 

0.000000 <cr><lf> -5.000000 <cr><lf> 0.000000 <cr><lf> 10.000000 <cr><lf> 

0.000000 <cr><lf> -5.700000 <cr><lf> 0.000000 <cr><lf> 8.000000 <cr><lf> 

0.000000 <cr><lf> -6.400000 <cr><lf> . 000000 ■<cr><lf> 6.000000 <cr><lf> 

0.000000 <cr><lf> -7.100000 <cr><lf> 0.000000 <cr><lf> 4.000000 <cr><lf> 

0.000000 <cr><lf> -7.700000 <cr><lf> 0.000000 <cr><lf> 2.000000 <cr><lf> 

O.OCOOOO <cr><lf> -8.200000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

0.900000 <cr><lf> -8.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

1.700000 <cr><lf> -9.100000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

2.600000 <cr><]f> -9.400000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><If> 

3.400000 <cr><lf> -9.700000 <cr><lf> 0.000000 <cr><lf> 0_.000000 <cr><lf> 

4.200000 <cr><lf> -9.800000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

5.000000 <cr><lf> -10.000000 <cr><lf> 0.000000 <cr><lf> O-.OOOOOO <cr><lf> 

5.700000 <cr><lf> -10.000000 <cr><lf> 0.000000 <cr><lf> 0.000000 <er><lf> 

6.400000 <cr><lf> -10.000000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

7.100000 <cr><lf> -9.800000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

7.700000 <cr><lf> -9.700000 <cr><lf> 0.000000 <cr><If> 0.000000 <cr><lf> 

8.200000 <cr><lf> -9.400000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

8.700000 <cr><lf> -9.100000 <cr><If> O.OOOOOO <cr><lf> 0.000000 <cr><lf> 

9.100000 <cr><lf> -8.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

9.400000 <cr><lf> -8.200000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

9.700000 <cr><lf> -7.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

9.800000 <cr><lf> -7.100000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

10.000000 <cr><lf> -6.400000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

10.000000 <cr><lf> -5.700000 <cr><lf> 0.000000 <cr><lf> 0.000000 <cr><lf> 

.../continues next .../continues next column .../continues next .../continoes overleaf 
column column 
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0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

O.OOOOOO <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><l-f> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

0.000000 <cr><lf> 0.000000 <cr><lf> 

-2.000000 <cr><lf> 0.000000 <cr><lf> 

-4.000000 <cr><lf> 0.000000 <cr><lf> 

-6.000000 <cr><lf> 0.000000 <cr><lf> 

-8.000000 <cr><lf> 0.000000 <cr><lf> 

-10.000000 <cr><lf> 0.000000 <cr><lf> 

-8.000000 <cr><lf> 0.000000 <cr><lf> 

-6.000000 <cr><lf> 0.000000 <cr><lf> 

-4.000000 <cr><lf> 0.000000 <cr><lf> 

-2.000000 <cr><lf> <3><cr><lf> 

0.000000 <cr><lf> 12345<cr><lf> 

0.000000 <cr><lf> <3><cr><lf> 

0.000000 <cr><lf> <26> 
.../continues next column 

Figure A.1 — Softgauge example 

Figure A.2 contains an illustration of the data given in the exannple. 

10 - 




0,0 0,05 0,1 0,15 0,2 0,25 mm 

Figure A.2 — Illustration of data given in softgauge example 
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Annex B 

(informative) 

Relation to the GPS matrix model 



For full details about the GPS matrix model, see ISO/TR 14638. 

B.1 Information about this part of ISO 10360 and its use 

This part of ISO 5436 defines Type F1 and Type F2 software measurement standards (etalons), as well as the file 
format of Type F1 software measurement standards for the calibration of instruments for the measurement of 
surface texture by the profile method as defined in ISO 3274. 

B.2 Position in tlie GPS matrix model 

This part of ISO 5436 is a general GPS standard, which influences the chain link 6 of the chains of standards on 
rougthness, waviness and primary profile in the general GPS matrix, as graphically illustrated in Figure B.1. 
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Figure B.I 

B.3 Related standards 

The related standards are those of the chains of standards indicated in Figure B.1 . 
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